
8 OVERENSSTEMMELSESERKLÆRING 

 

SANO Transportgeräte GmbH erklærer under eneansvar, at de følgende 

LIFTKAR trappemaskinemodeller overholder de grundlæggende krav i 

 

EF-direktiv for medicinske produkter klasse I EU2017/745 (MDR). 

Overensstemmelsesvurdering iht. bilag IX (MDR). 

 

LIFTKAR PTR 130/160 

LIFTKAR PTR-L 130/160 

 

Ved ændring af produktet uden forudgående aftale med os mister denne erklæring sin gyldighed. 

 

Anvendte standarder: 

ISO 7176-23:2002  

Requirements and test methods for attendant-operated stair-climbing devices 

ISO 7176-28:2012  

Wheelchairs - Part 28: Requirements and test methods for stair-climbing devices 

ISO 7176-14:2008  

Wheelchairs - Part 14: Power and control systems for electrically powered 

wheelchairs and scooters — Requirements and test methods 

ISO 7176-21:2009  

Requirements and test methods for electromagnetic compatibility of 

electrically powered wheelchairs and scooters, and battery chargers 

 

Denne overensstemmelseserklæring gælder indtil en ændring af en af de nævnte typer. 

 

     

Ing. Jochum Bierma, CEO 


