
Total Quality. Assured. 

Test Verification of Conformity 
Verification Number: 2201715STO-VOC 

On the basis of the tests undertaken, the sample of the below product have been found to comply with the 
requirements of the referenced standard at the time the tests were carried out. This verification is part of the full test 
reports and should be read in conjunction with them. This verification replaces previous verification number 
2101487STO-VOC dated: 24-Aug-2021 

Applicant Name & Address: 

Product Description: 

Ratings & Principle 
Characteristics: 

Models/Type References: 

Brand Names: 

Specification<s>/Standards: 

Verification Issuing Office Name 
& Address: 

Date of Tests: 

Test Report Number(s): 

Human Care HC Sweden AB 
Arstaangsvagen 21B 
SE-117 43 Stockholm, Sweden 

Stationary hoist, fixed to building (ceiling) 

Internal battery, 24 VDC, 2.3 Ah, Type B, IPX4 
Duty cycle 15:85 (max 2 min. continuous operation) 
Max load: 150kg or 220kg or 300kg. Hand control lPX5 
PSU: 100-240 VAC, 1.6A, 50-60Hz, Class I 
Output: 27.8VDC, 0.8A 

AltaiR, HeliQ and Roomer S 

IEC 60601-1:2005 
ISO 10535:2006 

lntertek Semko AB 
Torshamnsgatan 43, Box 1103, SE-164 22 Kista, Sweden 

2014-01-30 to 2015-01-12 
2015-11-30- 201S-12-04 
2016-05-23 - 2016-05-26 
2023-04-30 - 2023-10-16 

1618959ST0-002,2101487STO-001,2201715STO-001 
and 1520257ST0-001 

Additional information in Appendix. 

;1/br/Jllit� 
Signatur# 

Name: Natalia Pyatanova 
Position: Manager Medical 
Date: 26 Oct 2023 

This Verification is for the exclusive use of lntertek's client and is provided pursuant to the agreement between lntertek and its Client. lntertek's responslbility and liability are lfmited to the terms 

and conditions of the agreement. lntertek assumes no liability to any party, other than to the Client in accordance with the agreement, for any loss, expense or damage occasioned by the use of this 

Verification. Only the Client is authorized to permit copying or distribution of this Verification. Any use of the lntertek name or one of its marks for the sale or advertisement of the tested material, 

product or service must first be approved in writing by lntertek. The observations and test/inspection results referenced in this Verification are relevant only to the sample tested/inspected. This 

Verification by itself does not imply that the material, product, or service is or has ever been under an lntertek certification program. 
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