
Serviceanvisning trehjulet rollator MONA 

 

6. Maintenance  
Cleaning  
Control the technical condition of the rollator regularly:  

• Clean the frame with damp cloth and dry thoroughly.  
• Do not use strong polishing agents due to the damage of 

protecting coatings.  
• Clean the dirt from moving parts of the rollator regularly 

(hinges, clamping screws, locks).  
 


